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Appendix 7.4 ï Microarray Scanning 

 

__________________________________________________________________________________ 

 

1. Power-Up 

 

 Turn on Ozone-Scrubber. 

 Turn on Scanner- wait for solid green status light. 

 Open <Scan Control> software. 

 Wait for the lasers to warm up. 

 

2. Load Microarrays  

 

 Open the slide holder and place the microarray, active side up, onto the tabs of the holder.                                    

 Handle the microarray by the sides of the slide only. 

 Close the holder. 

 Verify that the slide is positioned correctly.  

 Place in the autoloader carousel beginning at position 1. Leave the home position empty. 

 

3. Enter Scan Information 

 

3.1       Modify Default Settings 

 

 
 

   

 

 

 

 



 
 

 

 

 

Scan 
Region 

1-ColorDye 
Channel 

Scan 
Resolution 

eXtended 
Dynamic Range 

Scan Mode 
Split and Rotate 

TIFF Image 
Output Path 

Agilent 
67.2 x 
21.6 Green 5 Yes No D:\MicroArrayImages 

cDNA 
67.2 x 
21.7 NA 10 No Yes D:\MicroArrayImages 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 


